. Pace Analytical Services, LLC
: ® 575 Broad Hollow Road
ace Melville, NY 11747

December 23, 2025

Ann Meister

North Greenbush Common School District
49 North Greenbush Rd

Troy, NY 12180

RE: Project: LITTLE RED SCHOOL HOUSE 12/5
Pace Project No.: 70395726

Dear Ann Meister:

Enclosed are the analytical results for sample(s) received by the laboratory on December 08, 2025, The results relate only
to the samples included in this report. Results reported herein conform to the applicable TNI/NELAC Standards and the
laboratory's Quality Manual, where applicable, uniess otherwise noted in the body of the report.

The test results provided in this final report were generated by each of the following laboratories within the Pace Network:
* Pace Analytical Services - Melville

If you have any questions concerning this report, please feel free to contact me.

Sincerely,

- 7 |
Runmaloco. (orsa
Alexandria Correa
alexandria.correa@pacelabs.com
516-370-6000

Project Managet

Enclosures

ec. Tracey Catalfamo, Questar Il BOCES
Tiffany Dzembo, North Greenbush Common School
District

Jenny Hetaling, North Greenbush Common School District

REPORT OF LABORATORY ANALYSIS

This report shall net be reproduced, except In full,
without the written consent of Pace Analytical Services, LLC.

516-370-8000
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Project: LITTLE RED SCHOOL HOUSE 12/5
Pace Project No.: 70395726

Pace Analytical Services, LLC

CERTIFICATIONS

575 Broad Hollow Road
Melville, NY 11747
516-370-6000

Pace Analytical Services, LLC - Melville, NY
575 Broad Hollow Rd, Melville, NY 11747
Connecticut Certification #: PH-0435
Delaware Certification # NY 10478
Maryland Certification #: 208
Massachusetts Cerlification # M-NY028
New Hampshire Certification #: 2087

New Jersey Certification #: NY 158

New York Certification #: 10478 Primary Accrediting Body
Pennsylvania Certification #: 68-00350

Rhode Island Certification #: LAO02340

Texas Cerfification #: T104704582

Florida Certification #: E871198

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, LLC.

Page 2z of 12




Pace Analytical Services, LLC

. @ 575 Broad Hollow Road
ace Melville, NY 11747
516-370-6000

ANALYTICAL RESULTS
Project: LITTLE RED SCHOOL HOUSE 12/5
Pace Project No.: 70385726
Sample: LRS-01-KF-P-01 Lab ID: 70395726001 Collected: 12/05/25 07:41 Received: 12/06/25 08:30 Matrix: Drinking Water
Parameters Results Units Report Limit CF Preparad Analyzed CAS No. Qual

200.8 MET ICPMS Drinking Water Analytical Method: EPA 200.8
Pace Analytical Services - Melville

Lead <1.0 ug/L 1.0 1 12122/25 16:22 7439-92-1

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,

Date: 12/23/2025 10:28 AM without the written consent of Pace Analytical Services, LLC. Page 3 of 12
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ANALYTICAL RESULTS

Project: LITTLE RED SCHOOL HOUSE 12/5

Pace Project No.: 70395726

Pace Analytical Services, LLC
575 Broad Hollow Road
Melville, NY 11747

516-370-6000

Sample: LRS-01-DW-P-02

Parameters

Lab ID: 70395726002 Coilected: 12/06/2507:38 Received: 12/06/25 08:30 Matrix: Drinking Water

Results Units Report Limit DF Prapared

Anatyzed CAS No.

Qual

200.8 MET ICPMS Drinking Water

Lead

Date: 12/23/2025 10:26 AM

Analytical Method: EFPA 20C.8
Pace Analytical Services - Melville

<1.0 ug/L 1.0 1

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the wiltien consent of Pace Analytical Services, LLC.

12/22/25 16:23 7439-92-1
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Pace Analytical Services, LLC

‘ ™ 575 Broad Hoilow Road
ace Melville, NY 11747
516-370-6000

ANALYTICAL RESULTS
Project: LITTLE RED SCHOOL HOUSE 12/5
Pace Project No.: 70385726
Sample: LRS-01-DW-P-03 Lab ID: 70395726003 Collected: 12/05/2507:40 Received: 12/08/25 08:30 Matrix; Drinking Water
Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual

200.8 MET ICPMS Drinking Water Analytical Method: EPA 200.8
Pace Analytical Services - Melville

Lead <1.0 ug/L 1.0 1 12122125 16:25 7439-92-1

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,

Date: 12/23/2025 10:26 AM without the written consent of Pace Analytical Services, LLC. Page 5 of 12
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Pace Analytical Services, LLC
575 Broad Hollow Road
Melville, NY 11747
516-370-6000

ANALYTICAL RESULTS

Project: LITTLE RED SCHOOL HOUSE 12/5

Pace Project No.: 70395726

Sample: LRS-01-DW-P-04

Parameters

Lab ID: 70395726004 Collected: 12/06/2507:41 Received: 12/068/2508:3¢ Matrix: Drinking Watar

Results Units Report Limit DF Prepared Analyzed CAS No. Qual

200.8 MET ICPMS Drinking Water

Lead

Date: 12/23/2025 10:26 AM

Analytical Method: EPA 200.8
Pace Analyiical Services - Melville

<1.0 ug/L 1.0 1 12/22/25 16:26 7439-92-1

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except In full,
without the written consent of Pace Analytical Services, LLC. - Page 6of12




Pace Analytical Services, LLC

‘ j » 575 Broad Hollow Road
. ace Melville, NY 11747
516-370-6000

ANALYTICAL RESULTS

Project: LITTLE RED SCHOOL HOUSE 12/5

Pace Project No.: 70395726

Sample: LRS-01-CF-P-05 Lab ID: 70395728005 Collected: 12/05/2507:36 Received: 12/06/25 08:30 Matrix: Drinking Watar
Parameters Rasults Units Repeort Limit DF Prepared Analyzed CAS No. Qual

200.8 MET ICPMS Drinking Water Anaiytical Methed: EPA 200.8
Pace Analytical Services - Melville

Lead <1.0 ug/L 1.0 1 12/22/25 16:27 7439-92-1

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
Date: 12/23/2025 10:26 AM without the written consent of Pace Analytical Services, LLC. Page 7 of 12
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Pace Analyfical Services, LLC
575 Broad Holiow Road
Melville, NY 11747
5168-370-6000

QUALITY CONTROL DATA
Project: LITTLE RED SCHOOL HOUSE 12/5
Pace Project No.: 70395726
QC Batch: 433735 Analysis Method: EPA200.8

QC Batch Methed:  EPA 200.8

Analysis Description: 200.8 MET Nc Prep Drinking Water
Laboratory: Pace Analytical Services - Melvills

Associated Lab Samples: 70395726001, 70395726002, 70395726003, 70395726004, 70395726005

METHOD BLANK: 2326475

Matrix; Water

Associated Lab Samples: 70395726001, 70395726002, 70395726003, 70395726004, 70395726005

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Lead ug/L <1.0 1.0 12/22i25 16:07
LABORATORY CONTROL SAMPLE: 2326478
Spike LCS L.Cs % Rec
Parameter Units Conc. Result % Rec LImits Qualifiers
Lead ugiL 50 47.8 96 85-115
MATRIX SPIKE SAMPLE: 2326478
70395824001 Spike MS MS % Rec
Parameter Units Result Cone. Result % Rec Limits Qualifiers
Lead ug/l <1.0 50 58.4 116 70-130
MATRIX SPIKE SAMPLE: 2328480
70395824002 Spike MS MS % Rec
Parameter Units Result Cone, Result % Rec Limits Qualifiers
Lead ug/L <1.0 50 55.2 109 70-130
SAMPLE DUPLICATE: 2326477
70395824001 Dup
Parameter Units Result Result RPD Qualifiers
Lead ug/L <1.0 <1.0
SAMPLE DUPLICATE: 2325479
70395824002 Dup
Parameter Units Result Result RPD Qualifiers
Lead ug/l. <1.0 <1.0

Resulis presented on this page are in the unlts indicated by the "Unlis" column except where an alternate unit is presented fo the right of the result,

Date: 12/23/2025 10:26 AM

REPORT OF LABORATCRY ANALYSIS

This report shall not be reproducad, except in full,
without the written consent of Pace Analytical Services, LLC.

Page 8 of 12




Pace Analytical Services, LLC

/ﬂ o 575 Broad Hollow Road
. a C e Melville, NY 11747
516-270-6000

QUALIFIERS

Project: LITTLE RED SCHCOL HOUSE 12/5
Pace Project No.: 70395726

DEFINITIONS

DF - Dilution Factor, if reported, represents the factor applied to the reported data due to dilution of the sample aliquot.

ND - Not Detected at or above adjusted reporting limit. ;
TNTC - Too Numerous To Count
J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit, :
MDL - Adjusted Mathod Detection Limit.

PQL - Practical Quantitation Limit.

RI. - Reporting Limit - The lowest concentration value that meets project requirements for quantitative data with known precision and
bias for a spacific analyie in a specific matrix.

S - Surrogate

1,2-Diphenylhydrazine decomposes to and cannot be separated from Azobenzene using Method 8270. The result for each analyts is
a combined concentration.

Consistent with EPA guideiines, unrcunded data are displayed and have been used to calculate % recovary and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate}

MS(D) - Matrix Spike (Duplicata)

BUP - Sample Duplicate

RPD - Relative Percent Difference

NC - Not Calculable.

SG - Silica Gel - Clean-Up

U - Indicates the compound was analyzed for, but not detected.

N-Nitresodiphenyiamine decomposes and cannot be separated from Diphenylamine using Method 8270. The result repcried for
each analyte is a combinad concentration.

Reported resulis are not raunded until the final step prior to reporting. Therefore, calculated parameters that are typically reported as
"Total” may vary slightly from the sum of the reperted component parameters.

Pace Analytical is TN| accredited. Contact your Pace PM for the current list of accredited analytes,
TNI - The NELAC Institute,

REPORT OF LABORATORY ANALYSIS

This report shall not be repreduced, except in full,
Date: 12/23/2025 10:26 AM. without the written consenl of Pace Analytical Services, LLC. Page 9 of 12
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QUALITY CONTROL DATA CROSS REFERENCE TABLE

Project: LITTLE RED SCHOOL HOUSE 12/5
Pace Project No.: 70395726

Pace Analytical Services, LLC
575 Broad Holiew Read
Melville, NY 11747
516-370-6000

Analytical
Lab ID Sample ID QC Batch Method QC Batch Analytical Method Batch
702395726001 LRS-01-KF-P-01 EPA 200.8 433735
70395726002 LRS-01-DW-P-02 EPA 200.8 433735
70395726003 LRS-01-DW-P-03 EPA 200.8 433735
70395726004 LRS-01-DW-P-04 EPA 200.8 433735
70395726005 LRS-01-CF-P-05 EPA200.8 433735

Date: 12/23/2025 10:26 AM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, LLC.

Page 10 of 12
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DCH Title: ENV-FRM-MELV-0024 v07_SCUR NG# 7@395726

Effective Date: 4/12/2024: o BL.C Due D‘t“ 12 f22 /25 o
Client Name: ] @(&h Project # " USH.-

ont ame ,{(@Qﬁ@ﬂ i g Lok CLIENT: NGREENB |
Courier: [ Fed Ex (1 UPS L USPS U Clienil} Commercial s Pacell Other o R .
Tracking #; ) - il l

Gustody Seal on Cooler/Box ?mwnﬁ ﬁt‘as g{ Seals ntact: rlves B Mg Tem;:emmrez Brank Prosont; L3 Yes | No
Packing Materiak E]iaut}l:_ AYrag £} Bubble Bags pr Nan&ii Oer  Typeofless Wet Bliw

Thermometer Used: . .. |L Corresstion: Farzmr*. ! E ﬁ Qﬁamples e sy a@&ﬂﬁg gm 55 has bagun
Cooler Taraps ramreﬁ } b Cooler Temperature c’ormctesﬁ{"cg ‘? aatemme Bosda ts plaved in tresiar
Tt should be shova {reeing 1o 5.0°C - C -

USDA Regutated Soll Ja NIA, waler sample)
Did samples originate in a quaranting zone within the United States: AL, AR, CA, FL, GA, ID, LA, MS, NC, NM, NY, OK, OR, 5C, TN, TX, or
VA (check map)? [ Yesld No

s

id samp s orignate from a foreign souree ‘mcluding Hawai and Puerto Rico)? (O Yes [ No

_______ . - " i P RN S — pr) 3
Chaln of Cu&tﬂdy Prefsent «a"?égg oNo 1, T .. i @
Chalr: of Custady Flled Outy . _efes oo 2. )
Chain of Custody Relingidished: ~ — “w#fes,  oNg 3
Sampler Name & Signature on COC: o¥ee oNoo...oNA . |4,
Samples, Arrived within Hold Time; %8s oNo 18
ShortHald Time Analysie [<P2hrh  oYes oRB . 8,
Rush Turn Around Time Rogquestad: oYes. . oMb i
Sufficient Volurie: (Triple vokime ~ o¥88  oNo 8.
provided for MBMSE) N
Correct Containers Used: ~ gy oNNo B
- -Pace Containers Used; g‘r‘j cNo N
Cantalgs Intagt,. T ees  oNo e [0, o
Filtered valume receivad for oYes oNe ToN/A |11 hote: i sediment is vislbde in the dissolvid container, .
Disgolved tests ) B . . ) . e :
[Samiple Labels match COC o Mﬁ% 12, S T
-nciudes datefiimeflﬂ!ﬁﬂew{sf Matrlx get !L OTHER 1
tate am:i lmhais of person ﬁheciung preaewaﬁam 1w 1a o
;:gva:gf::;ers needing gmserva&mi e M Mo oA 15 T NI Ts W YT i@}
ipH paper Lot # Z [ 9 Q Sample
Alt cantglnets nesuing preServition ate fouml tobe #
i Gomphiance: with mathod fﬁﬂ(}mmﬁﬂ%&pﬁf
(HN(}; ST HEY, NaOH>8 Sulfidd uNo alN/A
NAOHRTZ Cyanide)
Exgeptions: VOA, Coliform, TOC/DOC, Ol and Grease, : ) . o
EIREROTS (water), ] Inifisl when completed:  fLot# of added “1Date/Time preservative added:
Per Method, VOIS, pH I8 sheckad after analysis / . presarvativa:
Samples checked for dechiornation: oYes oNo  oiifh (14 N
¥l starch tost strips Lot #
Residual chloring strips Lot # Positive for Res, Chloring? Y N
SM 4500 CN samples checked for suli oYes  oNo x:flf_ii’- 15. ' B A
Load Acetate Strips Lot # Positiva for Sulfide? Y N
Meadspace in ALK Bottle ( >6mm): _oYes oNa  dN/A ’
Headepace in VOA Vials { »6mm);  cvas  nNo  dN/A 118,
el Blank Present: ' oYes aNo NI 117,
Frips Blank Cugfody Seals Present oYes . oNo  dREA L
i
Client Naotification/ Resolution: H Field Data Required? Y / N
Parson Contacted: ... ) . Date/Time:

Comments/ Resolution:

* M (Froject Manager) review (which includes the SCUR} is documeniﬂd electmﬁical[y in LIMS.

Qualtrax |D: 136454 Pace® Analytical Services, LLC Page 1 af12® 12012



Action

LRS-01-KF-P-01

12/5/202507:41 | 12/22/2025 16:22 | 70395726001 Lead <1.0 5 ug/L
LRS-01-DW-P-02 12/5/2025 07:38 | 12/22/2025 16:23 | 70395726002 Lead <1.C 5 ug/L
LRS-01-DW-P-03 12/5/2025 07:40 | 12/22/2025 16:25 | 70395726003 Lead <1.0 5 ug/L
LRS-01-DW-P-04 12/5/202507:41 | 12/22/2025 16:26 | 70395726004 Lead <1.0 5 ug/L
LR5-01-CF-P-05 12/5/2025 07:36 | 12/22/2025 16:27 | 70395726005 Lead <1.0 5 ug/L

i




